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Introduction
Bacteria detection is a permanent concern in a wide range of fields, including the food, pharmaceutical and water treatment industries, in which fast detection is critical to prevent microbial outbreaks. Milk is one of the media where foodborne pathogens thrive, and in the past it has been the origin of diseases such as tuberculosis, brucellosis, diphtheria, and scarlet fever (Vasavada 1988; Baylis 2009 ).
The risk of outbreaks has been significantly reduced thanks to the modern production practices, including sanitary control of the herds, appropriate handling, cooling and storage conditions, and specially pasteurization. Nevertheless, contaminated milk can reach the consumer in cases of incomplete pasteurization, innadequate storing, and/or post-processing contamination. For example, an outbreak detected in Austria in June 2007 afected 40 children who had consumed pasteurized milk products (Schmid et al., 2009) . And milk or milk products were suspected to cause 177 outbreaks in France between 1988 -1997 (De Buyser et al., 2001 . Accordingly, there is a strong necessity for developing sensitive and accurate biosensors and portable lab-on-a-chip devices capable of rapid and versatile analyses (G. Ocvirk et al., 1998 ; E. T. Lagally et al., 2004; N. Beyor et al., 2008) .
Escherichia coli is the model microorganism most widely used in biosensing development. This is due to its ubiquity, and because E. coli is responsible for numerous water-and food-transmitted infections (P. M. Griffin and Tauxe 1991; F. Perez et al., 2001 ; J. H. Thomas et al., 2003; H. S. Hussein and Bollinger 2005) .
Immunofunctionalised magnetic particles (MP) and immunomagnetic separation (IMS) have been proposed as new and versatile tools for biosensing (Hsing et al., 2007; Jaffrezic-Renault et al., 2007) . Using MP allows fast, simple, and specific preconcentration of target bacteria from relatively large and dilute sample volumes, as well as physical separation from non-target components occurring in complex sample matrices. In addition, MP provide large surface areas which, in combination with rotation with the sample, generate enhanced target-antibody kinetics, shorter assay times, and improved limits of detection (LOD) (Hsing et al., 2007; JaffrezicRenault et al., 2007) . Bacteria detection on MP has been usually based on classical sandwich assay formats, in which bacterial IMS is followed by detection using a labeled-antibody (Ab). Mainly coupled to colorimetric, fluorescent or Page 4 of 22 A c c e p t e d M a n u s c r i p t 4 chemiluminiscent detection, those assays had reported LODs of 10 3 -10 6 cell ml −1 within assay times of 1-2 h, and could be carried out even in real sample matrices such as water or milk (Nakamura et al., 1993; Bruno et al., 1996; Yu 1998; Yu et al., 2000; Tu et al., 2001; Tu et al., 2003; Gehring et al., 2006; Baldrich and Muñoz 2008) .
MP offer an additional advantage: the possibility to integrate IMS and microfluidics technology (Gijs et al., 2010) . Microfluidic systems enable the analysis of small sample volumes, as well as the utilization and disposal of minute amounts of reagents. The integration of several assay steps in-chip facilitates and accelerates manipulation. In addition, operation under flow conditions improves immunocapture, enzymatic reactions and electrochemical detection by minimising the limitation of mass transport, contributing to reduce assay time. At least one work reports on a flow-through immunomagnetic separator designed to capture bacteria from large volume samples (>50 ml) (Rotariu et al., 2005) and an increasing number of publications describe the automation of MP manipulation, recovery, and/or detection (Herrmann et al., 2008; Hervas et al., 2009; Peyman et al., 2009; Yoon et al., 2009; Berti et al., 2009 ; Johansson et al., 2010) . However, only a few cases describe the application to immunocapture and detection of whole bacterial cells (Chandler et al., 2001; Straub et al., 2005; Qiu et al., 2009; Ramadan et al., 2010) .
For example, Qiu employed a U-shaped microchannel with two magnets to entrap immunofunctionalised MP (Qiu et al., 2009) , which granted specific capture of the target microorganisms. MP were then eluted and fluorescent detection of bacterial ATP was performed out of the chip. Ramadan reported an original device integrating a serpentine channel with rows of rotating magnets (Ramadan et al., 2010) .
Following MP injection, magnet rotation induced their subsequent entrapment and release. As a consequence, MP moved along the channel while being washed, and provided recovery efficiencies of about 83-90% for Giardia and Cryptosporidium from tap water samples, and of about 18-36% in spiked secondary effluent water samples. Nonetheless, MP immunocapture, bacteria staining, and detection using a fluorescence microscope were performed outside the chip. Chadler, on the other hand, used a Teflon tube (19.1 mm long x 2.1 mm wide) filled with Ni foam to retain immunofunctionalised MP (Chandler et al., 2001) . PBS or poultry carcass rinse samples, spiked with E. coli, were perfused over the MP in a back-and-forth stepped-flow regime, which promoted mixing and extended contact time. After MP M a n u s c r i p t 5 release, E. coli was detected by Polymerase Chain Reaction (PCR) down to an initial concentration of 10 3 cell ml -1 . The latter integration of a flow-through PCR reaction chamber, followed by elution and off-line microarray hybridisation and fluorescent detection, provided identification of 10 E. coli cells spiked in 1 ml of water in the absence of interferent bacteria (Straub et al., 2005) .
Here we apply a simple, reusable and portable electroanalytical microchannel flow cell to detection of pathogen bacteria. First, a classical two-step sandwich ELISA is formatted into a one-step sandwich immunomagnetic assay. Thus assay time is shortened and sample manipulation is simplified without negatively affecting detectability. MP are then analysed using a flow cell (Figure 1 ), which encloses an incubation microchamber, a microfluidic channel, and a silicon chip containing a set of electrodes (Godino et al., 2010) . While MP are magnetically retained in the microchamber, the enzyme product flows and is chronoamperometrically detected at the gold microband electrode located downstream. Capturing the MP upstream from the microelectrodes presents an innovation over the general trend to capturing them directly over the electrodes (Choi et al., 2002; Do and Ahn 2008) : it provides better control over the mass transport conditions, which leads to higher currents, and protects the electrode surface from fouling and passivation.
Under these conditions, the specific detection of E. coli was successful in a concentration range between 10 2 -10 8 cell ml -1 with an LOD of 55 cell ml -1 and little interference by non-target Pseudomonas. Furthermore, 100 cell ml -1 of E. coli were consistently detected in 10% milk. These results demonstrate the value of this combination of immunomagnetic capture, electrochemical detection, and microfluidic technology for the detection of pathogen bacteria even in complex sample matrices. were purchased from Sigma (Barcelona, Spain).
Materials and methods

Chemical reagents and biocomponents
Preparation and handling of bacteria
Escherichia coli K12 and Pseudomonas putida KT 2442 were obtained from the American Type Cells Collection. Bacteria were grown overnight in Luria-Bertani (LB) liquid medium at 37ºC. The cultures were serially diluted and agar plated to obtain the viable counts (colony-forming units [CFU] ). The cultures were then aliquoted into eppendorf tubes and centrifuged for 10 minutes at 12000 rpm. The supernatants were discarded, and ready-to-use pellets were stored at -20 ºC until needed . Before reconstitution, frozen pellets were temperated at 4 ºC for 10 minutes. The pellets were re-suspended in 50 µl of the desired solution and, after agitation and complete re-suspension, the volume was completed to 1 ml. 
Functionalisation of MP
Sandwich immunoassay on MP
Immediately prior to assay performance, the anti-E. coli MP were completely resuspended by vortexing for 1-2 minutes. Bacteria were serially diluted in PBS containing 0.01% Tween 20. Approximately 7 × 10 6 MP and 4 µg of HRP-labelled
anti-E.coli Ab were added per ml of sample. The samples were then rotated for 40 minutes at room temperature, concentrated using a magnet (BILATEST; Bilatec AG;
Stuttgart, Germany), and washed twice with PBS-T for 5 minutes in continuous
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Spectrophotometric measurements
For the colorimetric detection of the sandwich immunoassay, MP were resuspended in 15 µl PBS-T, transferred to a microtitter plate, and TMB was added (100 µl per well). After 25 minutes, the enzymatic reaction was stopped with 100 µl H 2 SO 4 0.1 M per well and absorbance was measured at 450 nm.
Electrochemical measurements using the microfluidic system
The HRP substrate/mediator solution contained 1 mM H 2 O 2 and 1 mM HQ in deoxygenated PBS (pH 7). The composition and pH of this substrate solution was optimised experimentally (data not shown).
MP were resuspended in 400 µl PBS pH7 and 200 µl were injected in the microfluidic cell at 50 µl min -1 . The cell was then filled with 100 µl of substrate/mediator solution, the flow rate was stopped and the enzyme was allowed to react with the substrate for 5 minutes. Finally, the substrate flow was resumed at 10 µl min −1 and the current was measured at -0.35 V using a CHI700C bipotentiostat (CH Instruments, Texas, USA). The whole system was extensively washed between measurements by flowing PBS in order to avoid sample cross-contamination.
The microband gold electrodes were fabricated using standard photolithographic techniques. Briefly, a 50-nm adhesion layer of Ti and a 200 nm layer of Au were sequentially deposited by e-beam evaporation, and the electrodes were defined by lift-off. Each device consisted of three bands 500 µm wide and one band 1 mm wide, all parallel and separated from each other by 100 µm gaps. The wider band was used as auxiliary electrode. Although the remaining three bands could be indistinctly used as working or pseudo-reference electrode, the upstream-most microband was used as the pseudo-reference to avoid potential shifts during the measurements.
The microfluidic system consisted of three components (Figure 1 ). The bottom (1), made of polycarbonate (PC), contained a pocket for housing the chip and two magnets to promote confinement of the MP upstream from the electrode. The MP could be subsequently released by sliding a metal piece between the magnets and the chip, which allowed performing consecutive experiments. The top closure (2), fabricated in polymethylmethacrylate (PMMA), featured the fluidic interconnections A c c e p t e d M a n u s c r i p t 8 and a pocket for a polydimethylsiloxane (PDMS) gasket. The solutions were fed in and out through blunt syringe needles and spring-loaded pins provided electrical connection to the chip. Finally, a PDMS gasket, clamped between 1 and 2, provided water-tight sealing and contained all the microfluidic features of the system. These consisted of a cavity 2 mm wide, 150 µm high and 5 mm long that sat directly above the magnets, exiting to a channel 500 µm wide and of the same height that leads the solution out of the system after passing over the electrodes. The flow was controlled using a syringe pump, NE1000 (New Era Pump Systems, NY).
Data analysis
The results presented come from no less than 3 replicates and the error bars correspond to the standard deviation of the measurements. The limits of detection (LOD) were calculated from the average of the blanks (assay carried out in the absence of target bacteria) plus three times their standard deviation.
Results and discussion
Optimisation of the one-step sandwich immunoassay on MP
The optimisation of the sandwich immunoassay on MP was carried out via colorimetric detection using TMB as the HRP mediator. With this aim, anti-E. coli MP were produced and were used to capture increasing concentrations of E. coli. It followed washing, incubation with anti-E. coli HRP-Ab, and addition of enzyme substrate. After assaying different biocomponent concentrations and incubation times, optimal results were obtained for 30-minute immunocaptures with 7 x 10 6 MP ml -1 , followed by incubation with 4 µg HRP-Ab for 60 min, and two washes of 5 min in rotation between each two steps. Under these conditions, the assay detected E. coli in a concentration range from 10 4 to 10 8 cell ml -1 with an LOD of 3 x 10 3 cell ml -1 (Figure 2a ). This is two orders of magnitude below the LOD reported for the same Ab set used in a classical ELISA on microtitter plates (Laczka et al., 2008) .
Assay shortening was next attempted by combining bacteria immunocapture and binding by HRP-Ab in a single assay step. Hence, anti-E. coli MP and HRP-Ab were simultaneously added to samples, which were then rotated at room temperature for but also higher level of Ab-HRP non-specific adsorption and background noise and worse assay LOD. Even if the one-step assay generated lower signals than the twostep format, the results were comparable in terms of LOD (5 x 10 3 cells ml -1 ), and it was shorter and easier to perform (Figure 2a ). Figure 2c shows the specificity of the one-step sandwich assay, which was determined by comparison between the signals obtained for E. coli (due to specific immunocapture) and those obtained for the negative-control bacteria Pseudomonas putida (caused by non-specific adsorption). The assay showed low signals over the entire Pseudomonas concentration range.
Electrochemical characterization of the microchannel flow cell
Despite its electroactivity (Volpe et al., 1998; Díaz-González et al., 2005; FanjulBolado et al., 2005; Baldrich et al., 2009 ), TMB could not be used in our microfluidic system because the reaction product precipitated over the MP, which hampered electrochemical detection downstream. Instead, we used hydroquinone/benzoquinone (HQ/BQ) (Elyacoubia et al., 2006; Ji et al., 2007) .
In this system, HRP catalyses the reduction of hydrogen peroxide (H 2 O 2 ) coupled to the oxidation of HQ into BQ (Eq. 1). BQ is then electrochemically reduced back into HQ at the electrode surface (Eq. 2), generating a reduction wave around -0.35 V vs. Au.
In the presence of HRP, production of BQ should be directly related to the amount of enzyme. To verify this, streptavidin-coated MP were used to capture increasing Figure 3a shows the signals obtained for the different HRP concentrations. As soon as the flow is restored, the BQ produced over 5 minutes at the HRP-MP is carried towards the electrodes. Here, BQ is reduced, resulting in a marked reduction peak at the beginning of the measurement. It follows current stabilisation, which is an indicator of the actual enzymatic reaction rate. Both the height and width of the initial reduction peak and the steady-state current intensity subsequently registered were proportional to the quantity of HRP captured on the surface of the HRP-MP.
The study of peaks generated as a result of enzyme product accumulation during the transition between flow rates reportedly provided increased sensitivity for β-galactosidase detection (Godino et al., 2010) . In the HRP-HQ system, however, wider peaks and lower initial currents (t=0) were registered for the highest concentrations of HRP tested, which indicated that part of the BQ produced diffused towards the electrodes during the incubation step. Hence, the initial reduction peak was only informative for the study of low-to-medium HRP concentrations. This was attributed to the different kinetics of the two enzymes but was not studied further.
On the contrary, the current values registered at the steady state were reproducible over a wide range of HRP concentrations ( Figure 3b ) and provided an LOD of 1pg ml -1 of HRP.
Detection of E. coli using the one-step immunoassay at the microchannel flow cell
Next, different concentrations of E. coli were assayed using the one-step immunoassay coupled to amperometric detection at the flow cell. Performing immunomagnetic capture and washing outside the detector chip provided optimal mixing and target capture ratios and minimal contact of free biocomponents with the microchannel. Only half of each sample was injected into the flow cell (3.5 x 10 6 MP) because injecting more beads produced uneven distribution on surface and
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A c c e p t e d M a n u s c r i p t 11 presumably packaging into multi-layers, which affected the reproducibility of the assay. Figure 4 shows the currents registered at the steady-state after 250 seconds of measurement. E. coli could be detected in a concentration range of 10 2 -10 8 cells ml -1 , with an LOD of 55 cells ml -1 . Simultaneously, the negative controls with no bacteria or with non-target Pseudomonas putida evidenced very low levels of both non-specific adsorption and antibody crossbinding. For example, the signals obtained for 10 8 cells ml -1 P. putida were always below the signals generated by the capture of 10 2 cells ml -1 of target E. coli. The whole assay, including 40 min of immunoassay, 2 washes of 5 min each, injection into the microfluidic system and enzyme monitoring, took about 1 h. Hence, the present assay has an LOD 2 and 4 orders of magnitude below that of the colorimetric ELISA performed on MP and microtitter plates respectively, and is 30 minutes shorter.
Detection in milk samples
In order to assess the performance of the reported method in a more complex matrix such as milk, 10 2 E. coli cells were inoculated in either milk (dissolved to 10% with PBS) or PBS and were processed as described before. The results are summarised in Figure 5 . As before, immunocapture and washing were followed by magnetic capture of the MP on top of the chip and cell filling with substrate/mediator solution. In this case, the flow was stopped to allow the enzyme reaction to proceed but the measument started immediately in order to provide accurate background signals. After 5 minutes of incubation, flow was restored.
Again, BQ produced over 5 minutes at the MP moved towards the electrodes and was reduced. This resulted in a marked reduction peak, which was followed by current stabilisation. The changes in signal measured in the negative controls were mainly atributed to non-specific adsorption of HRP-Ab on the MP, also detectable in the colorimetric assay.
Despite being subject to larger errors, in the presence of low concentrations of HRP the initial current peaks gave higher relative signals than the subsequent steady state currents and were proportional to the amount of captured bacteria. The values of the current peaks obtained for the MP incubated in PBS were more than twice those registered for the MP incubated in 10% milk (on average 26.8 and 12.1 nA respectively). Nevertheless, the signal to noise ratio (signal registered for the M a n u s c r i p t 12 bacteria-containing sample divided by background signal recorded for the corresponding negative control) were of the same order in both PBS and milk samples (around 1.6 and 1.7 in that order). Because the electrochemical detection is carried out similarly in both cases, the differences rather evidence changes in immunocapture efficiency. In this respect, it is known that immunocapture is negatively affected in media of increased viscosity, where the ligand diffusion coefficient and the Ab/target binding rate are reduced . At the same time, the background signals were lower in milk, presumably caused by lower levels of HPR-Ab non-specific adsorption in a richer sample matrix. Regardless of this, peak heights were higher in milk samples containing bacteria than in the blanks, demonstrating that as little as 100 E. coli cells ml -1 can be detected in this sample matrix.
The minimal number of viable E. coli bacteria that can produce disease, known as the infectious dose, fluctuates between 10 4 -10 8 cells, depending on the strain and the individual (Kothary and Babu 2001) . In the specific case of verotoxigenic E. coli O157:H7, the infectious dose is lower and just 700 bacteria seem able to cause illness (CDC et al., 2004 ). Nevertheless, current safety regulations require that bacterial presence at the end of the elaboration process of milk derivatives is low enough to guarantee that microorganism can not growth above hazardous levels over storing or post-processing. As an example, the European Union considers innacceptable titters of Enterobacteriaceae above 10 cell ml -1 for pasteurized milk, and E. coli presence over 100 cell ml -1 for milk that has undergone a lower heat treatment than pasteurisation (EU 2005; EU 2010) . The described combination of a one-step sandwich immunoassay, MP pre-concentration, and microfluidic electrochemical detection allows fast, specific, and sensitive detection of bacteria even in relatively complex sample matrices. Nevertheless, for the application at industrial environments, where the strict requirements of the health authorities have to be met, additional sample pre-concentration and/or pre-enrichment strategies should be implemented.
Conclusions
We have developed a novel electrochemical immunosensing assay for bacterial detection that combines a one-step sandwich immunoassay, MP target pre-M a n u s c r i p t 13 concentration, microfluidic technology, and amperometric detection of the label enzyme. The incorporation on a one-step immunoassay contributes to shorten the analysis compared to classical two-step sandwich assays without compromising detectability. Magnetic pre-concentration makes it possible the study of relatively complex sample matrices. The integration of microfluidic technology provides versatility and improved sensitivity to the electrochemical detection. Finally, the unique design of the chips and flow cell define two connected but independent spaces, where the enzymatic and electrochemical reactions take place respectively.
This characteristic prevents the physical coverage and/or passivation of the working electrode by MP or by any biocomponents present in the samples and ensures optimal electrode performance.
The results showed that the reported assay detected E. coli in a concentration range between 10 2 -10 8 cell ml -1 with an LOD of 55 cell ml -1 and little interference by significantly higher concentrations of non-target Pseudomonas. The whole assay takes about 1 hour, including immunoassay, magnetic pre-concentration, washes and electrochemical detection. Hence this system provides a significant improvement in terms of limit of detection and assay time compared to classical ELISA detection.
Furthermore, pre-capture of the bacteria within a more complex matrix such as milk was also successful which suggests its potential applicability to the food industry, pharmaceutical, and medical fields, provided that pre-concentration and/or preenrichment strategies are implemented.
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